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ABSTRACT
PURPOSE: To implement geometrical and optical distor-
tion correction methods for anterior segment Scheimp-
fl ug images obtained with a commercially available sys-
tem (Pentacam, OCULUS Optikgeräte GmbH). 
METHODS: Ray tracing algorithms were implemented to 
obtain corrected ocular surface geometry from the origi-
nal images captured by the Pentacam’s CCD camera. 
As details of the optical layout were not fully provided 
by the manufacturer, an iterative procedure (based on 
imaging of calibrated spheres) was developed to es-
timate the camera lens specifi cations. The correction 
procedure was tested on Scheimpfl ug images of a phys-
ical water cell model eye (with polymethylmethacrylate 
cornea and a commercial IOL of known dimensions) 
and of a normal human eye previously measured with 
a corrected optical and geometrical distortion Scheimpfl ug 
camera (Topcon SL-45 [Topcon Medical Systems Inc] from 
the Vrije University, Amsterdam, Holland).
RESULTS: Uncorrected Scheimpfl ug images show fl at-
ter surfaces and thinner lenses than in reality. The ap-
plication of geometrical and optical distortion correction 
algorithms improves the accuracy of the estimated an-
terior lens radii of curvature by 30% to 40% and of the 
estimated posterior lens by 50% to 100%. The average 
error in the retrieved radii was 0.37 and 0.46 mm for 
the anterior and posterior lens radii of curvature, re-
spectively, and 0.048 mm for lens thickness.
CONCLUSIONS: The Pentacam Scheimpfl ug system 
can be used to obtain quantitative information on the 
geometry of the crystalline lens, provided that geometri-
cal and optical distortion correction algorithms are ap-
plied, within the accuracy of state-of-the art phakometry 
and biometry. The techniques could improve with exact 
knowledge of the technical specifi cations of the instru-
ment, improved edge detection algorithms, consider-
ation of aspheric and non-rotationally symmetrical sur-
faces, and introduction of a crystalline gradient index. 
[J Refract Surg. 2008;xx:xxx-xxx.]
S cheimpfl ug imaging is a powerful tool for imaging the anterior segment, but special care must be taken to correct the images from geometrical distortion 
(caused by tilt of the object plane with respect to the optical 
axis of the instrument) and from optical distortion (caused by 
refraction from the different ocular surfaces).1
The Scheimpfl ug principle has been applied to imaging the 
eye’s anterior segment since the 1970s.2 Commercial instruments 
were available for some time in the 1980s and 1990s3-5 and the 
need to apply for a correction had been reported. However, 
this type of imaging had not been widely used in clinical prac-
tice until 2005 when new instruments, such as the Pentacam 
(OCULUS Optikgeräte GmbH, Wetzlar, Germany) and GALILEI 
dual Scheimpfl ug analyzer (Ziemer Ophthalmology, Port, 
Switzerland), were introduced. Despite the large depth of fo-
cus of Scheimpfl ug imaging-based systems capable of captur-
ing cross-sections of the human eye from the anterior cornea 
to the posterior crystalline lens (particularly under full dila-
tion), current commercial instruments are mostly used as cor-
neal topographers and pachymeters, discarding quantitative 
information that could be extracted on the crystalline lens 
geometry.
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The fi rst Scheimpfl ug imaging system used for in-
vestigation of the crystalline lens in vivo was devel-
oped by Brown.2 Although Brown introduced correc-
tions for geometrical distortion, the optical distortion 
did not seem to be fully corrected. Differences across 
studies in the reported change of anterior and poste-
rior lens radius can be attributed to different amounts 
of distortion correction. For example, Brown2 reported 
a decrease in the anterior lens radius of 100 µm/year, 
whereas Dubbelman and van der Heijde6 report a de-
crease of 57 µm/year.
Different correction methods have been applied to 
Scheimpfl ug imaging optical distortion correction. 
Cook and Koretz7 proposed a method based on a Hough 
transform. This method was validated by the same 
group through a comparison of anterior and posterior 
crystalline lens measurements with Scheimpfl ug imag-
ing and magnetic resonance imaging.8 Both methods 
provided similar trends in the change of anterior and 
posterior radius of curvature measured on a different 
set of patients with each instrument.
Dubbelman et al6,9,10 developed correcting algo-
rithms and validations on refurbished prototypes of 
the Topcon SL-45 (Topcon Medical Systems Inc, Para-
mus, NJ) and NIDEK EAS-1000 systems (NIDEK Co Ltd, 
Gamagori, Japan). These systems were commercially 
available in the past, although both are now discontin-
ued. Dubbelman and colleagues performed hardware 
changes on these systems (including replacement of 
the original camera by a high-resolution scientifi c- 
grade CCD camera), implementation of new software 
and image capture protocols, and, in particular, ray 
tracing algorithms for geometrical and optical distor-
tion correction. In a previous study,11 we compared 
anterior and posterior lens radii of curvature in the un-
accommodated state and as a function of accommoda-
tion in a group of young eyes, measured using both the 
corrected Topcon SL-45 system and a Purkinje imaging 
system and found similar results. In both cases, images 
were taken along one meridian, which can be manual-
ly changed in orientation. Typically, data are obtained 
only on the horizontal and vertical meridians.
A popular Scheimpfl ug imaging system commercially 
available today is the Pentacam. The Pentacam images 
the anterior segment of the eye by a rotating Scheimp-
fl ug camera system. This rotating process allows rapid 
capture of images in different meridians, and therefore 
three-dimensional elevations. The Pentacam provides 
optical distortion-corrected data of the posterior cor-
nea, although it does not perform any distortion cor-
rection on the crystalline lens surfaces. Although this 
system is primarily used as an anterior and posterior 
corneal topographer and a pachymeter, further poten-
tial of the instrument relies on the capability of pro-
viding quantitative information on crystalline lens 
position and structure. We previously reported and 
validated measurements of intraocular lens tilt and de-
centration with the Pentacam Scheimpfl ug system, in 
comparison with Purkinje imaging on physical model 
eyes and pseudophakic eyes.12 We now report a meth-
od to obtain corrected anterior and posterior lens radii 
of curvature as well as lens thickness from distorted 
Pentacam Scheimpfl ug raw images.
MATERIALS AND METHODS
SCHEIMPFLUG PRINCIPLE
We used a Pentacam anterior segment imaging sys-
tem based on the Scheimpfl ug principle. The Scheimp-
fl ug camera is a modifi cation of a slit-lamp camera, 
with a modifi ed geometry to improve depth of focus. 
In a slit-lamp camera, the lens and image (fi lm or sen-
sor) planes of a camera are parallel to each other, and 
therefore the plane of focus is parallel to the lens and 
image planes. If a planar subject is also parallel to the 
image plane, it can coincide with the plane of focus, 
and the entire subject can be rendered sharply. If the 
subject plane is not parallel to the image plane, it will 
be in focus only along a line where it intersects the 
plane of focus. In a Scheimpfl ug camera, the slit beam, 
camera lens, and CCD sensor intersect in a line where 
a cross-section of the eye appears in focus.
OPTICAL LAYOUT
Figure 1 shows the optical layout of the Pentacam 
system as reconstructed from the specifi cations pro-
vided by the manufacturer upon request. Unlike the 
Topcon SL-45 and NIDEK EAS-1000, for which the 
critical parameters of the optical layout are available, 
the information from the Pentacam system is limited.
According to the manufacturer (personal communi-
cation, March 27, 2007), the lens and object form an 
angle  of 45°, and the image and lens plane form an 
angle 45° (the actual amount was not provided). The 
application of the correction distortion algorithms re-
quires knowledge of the camera’s lens nodal points (or, 
assuming a thin lens, the object and image distances a 
and b) and angle . We followed an iterative method 
to retrieve a, b, and . Calibrated spheres of known 
radii of curvature (9.65, 8,  and 6 mm) were placed at 
different positions along the object plane and imaged 
with the Pentacam at a single meridian. Ray tracing 
was recursively performed with varying values of a, b, 
and . A minimization procedure (mean least squares) 
was applied to obtain values that minimized the dif-
ference between the estimated and nominal radii of 
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curvature of the calibrated spheres. As proof that the 
estimated nodal point was correct, a projection of two 
consecutive points from a test card (millimetric sheet) 
was obtained to check if the distance between two con-
secutive points projected was 1 mm. The minimization 
routine was performed with randomized initial condi-
tions for values of a and b between 63 and 250 mm 
(based on physical dimensions of the instrument) and 
a constraint of 45° for the angle.
RAW IMAGES
The Pentacam stores raw images of the anterior seg-
ment of the eye in *.src fi les. However, the extraction of 
raw images as captured by the CCD camera from those 
fi les is proprietary and not provided by the manufac-
turer. Programs written in MATLAB (The MathWorks 
Inc, Natick, Mass) to retrieve the original raw images 
from the fi les were provided by David Atchison, Robert 
Iskander, and Sanjeev Kasthurirangan from the School 
of Optometry, Queensland University of Technology, 
Brisbane, Australia, and further adapted and refi ned 
by Alfonso Pérez-Escudero and Carlos Dorronsoro in 
our laboratory. Headers were discarded and the images 
exported to conventional fi le types for further process-
ing. Typically, images were obtained at a single merid-
ian using the single averaged image mode (averaging 
15 images). Ocular edges, in most cases, were detected 
using a Canny fi lter. In some images with artifi cial 
lens (corneal or IOL) surfaces where the edges were 
not properly detected using the Canny fi lter, manual 
detection was used instead. The edges were fi tted to 
circles using standard least-mean square procedures, 
with programs written in MATLAB.
DISTORTION CORRECTION ALGORITHMS
The reconstruction algorithms are based on those 
developed by Dubbelman et al6,9,10 for the Topcon and 
NIDEK systems and adapted to the particular confi gu-
ration of the Pentacam system.
The geometrical distortion was corrected by project-
ing the images captured on the CCD camera chip back 
to the object plane passing through the camera’s lens 
optics, allowing retrieval of the real coordinates. The 
anterior corneal surface only suffers from the geometri-
cal distortion. After correction, the edges of the ante-
rior cornea cross-section are fi tted to a circle, which 
is used to reconstruct the anterior corneal surface as a 
sphere.
The optical distortion was corrected by means of ray 
tracing. Figure 2 illustrates the ray tracing procedure. 
Assuming that the surface is rotationally symmetric, 
the posterior surface is traced through the camera lens 
optics nodal point and refracted by the anterior cor-
nea, then projected on the object plane. The projected 
points are fi tted to a spherical surface. Identical pro-
cedures are followed to reconstruct the anterior and 
posterior surface of the lens. Refractive indices of 1.49, 
1.33, and 1.458 were used for the polymethylmethac-
rylate (PMMA) cornea, saline solution, and silicone 
IOL. Refractive indices of 1.376, 1.336, and 1.42 were 
Figure 1. Schematic diagram of the optical 
layout of the Pentacam system, recon-
structed from the specifications provided 
by the manufacturer. a = object distance, 
b = image distance,  = angle between 
the lens and object plane,  = angle 
between the lens and image plane
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used for the effective index of the human cornea, aque-
ous humor, and effective index of the human lens.
TEST EYES
The distortion correction algorithms were tested on 
two eyes—a physical model eye with known dimen-
sions and a human phakic young eye.
The physical model eye consisted of a water cell mod-
el with a spherical PMMA contact lens simulating the 
cornea and an IOL simulating the lens.12 The “cornea” 
was built by a contact lens manufacturer (AR3 Vision, 
Madrid, Spain) with parameters similar to those of the 
Gullstrand eye model. We used a spherical IOL with 
known geometry and refractive index (CeeOn Edge 
911, 19.00 diopters; Pharmacia Corp, Peapack, NJ).13 
The fi rst column of Table 1 shows the nominal param-
eters of the physical model eye.
The right eye of one of the authors (P.R., age 33, near-
ly emmetropic) was also used as a test. This subject had 
been previously measured using Purkinje imaging and 
a corrected Topcon SL-45. The fi rst column of Table 2 
shows the values obtained from this eye using the cor-
rected Scheimpfl ug Topcon SL-45 at Vrije University, 
Amsterdam. Measurements of this eye were obtained 
under pupil dilation with tropicamide.
RESULTS
Figure 3 shows uncorrected raw images from the 
Figure 2. Schematic illustration of the 
sequential ray tracing through the nodal 
point of the camera lens performed to cor-
rect the optical distortion caused by the 
ocular components (posterior cornea by 
the anterior cornea, anterior lens by the 
anterior and posterior cornea, and posterior 
lens by anterior and posterior cornea and 
anterior lens).
TABLE 1
Nominal and Estimated Radii of Curvature and Interocular Distances From 
Uncorrected and Corrected Scheimpflug Images for a Physical Model Eye
Nominal Values (mm) Before Correction (mm) After Correction (mm)
Anterior corneal radius 7.80  8.98  7.59
Corneal thickness 0.55  0.31  0.53
Posterior corneal radius 6.48  8.48  6.43
Anterior chamber depth 3.00  2.15  2.52
Anterior lens radius 12.25  15.85  11.68
Lens thickness 1.164  0.99  1.24
Posterior lens radius 12.25  24.26  11.59
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physical model eye captured with the Pentacam sys-
tem, and a human phakic eye captured with the Pen-
tacam system and the Topcon SL-45 system. We pre-
viously reported the lower visibility of the artifi cial 
structures compared to the real cornea and crystalline 
lens due to a much lower scattering.12 Although we 
could adapt our edge detection algorithms to work on 
these images, the commercial software of the Pentcam 
system was unable to properly detect the edges of the 
artifi cial lenses.
In Figure 4, circular fi ts to the detected edges of im-
ages A and B have been superimposed in blue dashed 
lines. Those data have been used in the distortion cor-
rection algorithms described previously to reconstruct 
the corrected surfaces (shown in red dashed lines).
The second and third columns of Table 1 show cor-
neal and lens radii of curvature and lens thickness as 
obtained directly from uncorrected images and after 
application of correction algorithms. Table 2 shows 
the same information for the human eye.
In general, the raw images show much fl atter sur-
faces and thinner structures than in reality. The largest 
effect of correction occurs for the posterior lens radius 
of curvature (109% and 59% difference between the 
uncorrected and corrected image for the artifi cial and 
human eye, respectively), although anterior lens, pos-
terior cornea, corneal thickness, and to a lesser extent, 
lens thickness were also signifi cantly changed with 
correction.
Figure 5 shows the percentage difference between 
the nominal values and those obtained from raw and 
corrected data for both the artifi cial and human eye. 
Positive percentage difference values for the radii of 
curvature are indicative of an overestimation of the 
radius of curvature (estimated fl atter surfaces) and 
negative values of an underestimation of the radius of 
curvature (estimated steeper surfaces). Positive per-
centage difference values for interocular distances are 
indicative of underestimated values, and negative per-
centage differences are indicative of overestimated val-
ues. In all cases (except for anterior chamber depth), 
the differences are dramatically reduced after applica-
tion of the correction-distortion algorithms. Before any 
correction, the average absolute percentage differences 
(nominal vs retrieved from raw images) were 37.2% 
and 28.6% for the artifi cial and human eye, respective-
TABLE 2
Nominal and Estimated Radii of Curvature and Interocular Distances From 
Uncorrected and Corrected Scheimpflug Images for a Human Eye
Nominal Values (mm) Before Correction (mm) After Correction (mm)
Anterior corneal radius  7.72  9.43  7.86
Corneal thickness  0.54  0.43  0.55
Posterior corneal radius  6.48  8.99  6.97
Anterior chamber depth  3.15  2.48  2.86
Anterior lens radius  10.54  14.68  10.37
Lens thickness  4.04  3.83  4.06
Posterior lens radius  5.80  8.87  5.55
Figure 3. Uncorrected Scheimpflug cross-section images from A) a physical water cell model eye (polymethylmethacrylate cornea and silicone intra-
ocular lens) obtained with the Pentacam system; B) a human young phakic eye obtained with the Pentacam system; and C) the same eye obtained 
with a refurbished Topcon SL-45 at de Vrije University, Amsterdam.
A B C
JRSonlineMARCOS_Oct15.indd   5 10/14/2008   11:55:13 AM
journalofrefractivesurgery.com6
Quantitative Crystalline and IOL Geometry From Scheimpflug Imaging/Rosales & Marcos
ly. When the optical and geometrical distortion correc-
tion algorithms are applied, those differences (nominal 
vs corrected) decrease 5.6% and 3.8% (for all values) 
and 4.0% and 3.1% (radii of curvature only) for the ar-
tifi cial and human eye, respectively. We also comput-
ed the absolute percentage differences applying a cor-
rection of the geometrical distortion only, and found 
differences (nominal vs corrected) of 16.8% and 9.2% 
(for all values) and 12.8% and 7.5% (radii of curvature 
only) for the artifi cial and human eye, respectively, in-
dicating that both corrections are essential to provide 
quantitative information from the images.
DISCUSSION
We implemented a method  for geometrical and op-
tical distortion correction of Pentacam Scheimpfl ug 
raw images of the anterior chamber in vivo. This study 
demonstrates extremely large inaccuracies if correc-
tions are not applied, particularly in the estimates of 
anterior and posterior lens radii of curvature. This is 
particularly relevant in current Scheimpfl ug imaging-
based instruments available in the market, as the com-
mercial software typically provides corrections for the 
anterior and posterior corneal surface but not for the 
crystalline lens.
We found discrepancies (nomimal-corrected values) 
of 0.57 and 0.66 mm in the anterior and posterior lens 
radii of curvature in the artifi cial eye, and 0.17 and 
0.25 mm in the human eye. These values were with-
in the reported accuracies of Purkinje imaging14 and 
other Scheimpfl ug imaging methods.6,11 We found lens 
thickness discrepancies of 0.076 mm for the IOL and 
B
Figure 5. Percentage difference between 
nominal and estimated data of the radius 
of curvature of the anterior corneal surface 
(Rc_ant), central corneal thickness (CCT), 
radius of curvature of the posterior corneal 
surface (Rc_post), anterior chamber depth 
(ACD), radius of curvature of the anterior 
lens surface (Rl_ant), lens thickness (LT), 
and radius of curvature of the posterior lens 
surface (Rl_post). White bars represent data 
from the uncorrected images and gray bars 
represent data after geometrical and opti-
cal distortion correction. Results are for A) 
the physical model eye and B) human eye. 
Absolute data can be found in Tables 1 and 
2, respectively.
Figure 4. Image processing of data from 
Figures 3A and 3B. The superimposed lines 
represent circular fits to the edges of the 
ocular components before correction (blue 
lines) and after application of geometrical 
and optical distortion-correction algorithms 
(red lines). A) Physical model eye, B) 
human eye.
A
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0.02 mm in the human lens, close to standard ultra-
sound biometry.
Still, the technique we have described can be sub-
ject to several improvements. A deeper knowledge of 
the optical set-up would have allowed work with real 
values and not estimations of the camera optics. Our 
procedure involved retrieval of the object and image 
distance by means of a least-mean square algorithm. 
We found that a difference of 50 mm (~6%) in this dis-
tance increases the average error from 5.6% to 10.4% 
in the artifi cial eye and from 3.8% to 5.3% in the hu-
man eye. It is possible that exact knowledge of the op-
tical layout of the system could further improve the 
accuracy. Also, in the measurements on the physical 
eye model, the low scattering in the artifi cial lenses 
makes edge detection challenging, and some of the dis-
crepancies may be caused by errors in edge detection, 
rather than the correction itself. Because the physical 
model eye was manufactured with spherical surfaces 
and known refractive index, the estimations are ex-
pected to be less affected by simplifi cations of the re-
construction method. A further sophistication in the 
algorithm can be the use of aspheric surfaces. Another 
improvement of the algorithm would involve the use 
of meridionally variant shapes, rather than conics of 
revolution. An additional complication in human lens 
imaging (and correction) is the presence of a gradient 
refractive index. A typical effective index has been 
used in the calculations presented here. The impact of 
a non-homogenous distribution in the optical distor-
tion correction of the posterior lens surface should be 
further addressed.
We have shown that a commercially available 
Scheimpfl ug system can be used to provide quantita-
tive information on the crystalline lens well beyond 
the current application of the instrument. Correction 
of optical distortion is critical to obtain reliable pha-
kometry and lens thickness (such as for the posterior 
corneal elevation map and corneal thickness). Al-
though a Scheimpfl ug system could not compete in 
resolution with anterior segment optical coherence 
tomography (OCT),15 which otherwise should also be 
corrected from optical distortion,16,17 the large depth of 
focus in Scheimpfl ug images allows full cross-sections 
of the anterior segment, from the anterior cornea to the 
posterior lens, in a single snapshot generally not pos-
sible with OCT. Applications of corrected Scheimpfl ug 
crystalline lens/IOL in vivo imaging include custom-
ized eye modeling,18,19 studies of quantitative chang-
es of crystalline lens morphology with accommoda-
tion,11,20-22 aging,6,23 or disease,24 and assessment of 
new intraocular implants and surgical approaches for 
the correction of presbyopia.25,26
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